
510(k) SUMMARY

The fbllowing 510(k) summary is being submitted as required by 21 CFR 807.92(a):

Submission Information
US Agent: John Stephani

750 La Playa suite 824 San Francisco, CA 94116
Official Correspondent: Tae-Ho Yoon

12F, Kolon Digital Aston. 505-14, Gasan-dong,

Geumcheon-gu, Seoul, 153-803 Republic of Korea
Sponsor: GS MEDICAL CO., LTD.

12F, Kolon Digital Aston, 505-14, Gasan-dong,
Geumcheon-gu, Seoul, 153-803 Republic of Korea

Manufacturing Site GS MEDICAL CO., LTD.

170-6, Seogeun-ri, Paltan-myun, Hwasung-si,
Kyungki-do 445-914, Republic of Korea

Device Identification
Trade Name: GSS Pedicle Screw System
Common Name: Pedicle Screw Spinal Fixation System
Classification Name: Spondylolisthesis Spinal Fixation Device System(MNH)

per 21 CFR § 888.3070,
Spinal Pedicle Screw(MNI) per 21 CFR § 888.3070

Substantially Equivalent Predicate Legally Marketed Devices
The subject device, GSS Pedicle Screw System, is substantially equivalent in
function, design, composition, material and intended used to:
Global Spinal Fixation System(KO01668) and OPTIMATM, Spinal System(K03 1585)

Device Description
The GSS Pedicle Screw System is a top-loading multiple component, posterior
spinal fixation system which consists of pedicle screws, rods, locking spacer, and a
transverse (cross) linking mechanism.
The GSS Pedicle Screw System will allow surgeons to build a spinal implant
construct to stabilize and promote spinal fusion. The GSS Pedicle Screw System
implant components are supplied non-sterile, single use and fabricated from
titanium alloy (Ti-6AI-4V ELI) that conforms to ASTM F136. Various sizes of
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these implants are available. Specialized instruments are available for the

application and removal of the GSS Pedicle Screw System.

Indications for Use

The GSS Pedicle Screw System is a pedicle screw system indicated for the

treatment of severe Spondylolisthesis (Grade 3 and 4) of the L5-SI vertebra in
skeletally mature patients receiving fusion by autogenous bon graft having

implants attached to the lumbar and sacral spine (L3 to sacrum) with removal of

the implants after the attainment of a solid fusion.

In addition, the GSS Pedicle Screw System is intended to provide immobilization

and stabilization of spinal segments in skeletally mature patients as an adjunct to

fusion in the treatment of the following acute and chronic instabilities or

deformities of the thoracic, lumbar and sacral spine: degenerative

Spondylolisthesis with objective evidence of neurological impairment, fracture,

dislocation. scoliosis, kyphosis, spinal tumor and failed previous fusion

(pseudarthrosis).

Performance Data

Mechanical testing as listed in APPENDIX 10 that was conducted in accordance

with ASTM Fl 717 demonstrates equivalence to the above predicate devices.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Food and Drug Administration
9200 Corporate Boulevard

MAR 8 2OD6 Rockville MD 20850

GS Medical Co., LIED
c/o Mr. John Stephani
Agent for GS Medical
750 La Playa, Suite 824
San Francisco, California 84116

Rc: K053573
Trade/Device Name: GSS Pedicle Screw System
Regulation Number: 21 CFR 888.3070
Regulation Name: Pedicle screw spinal system
Regulatory Class: 1i
Product Codc: MNl, MNI
Dated: February 27, 2006
Received: February 28, 2006

Dear Mr. Stephani:

We have reviewed your Section 51 0(k) preimarket notification of intent to market the dc\ icc

referenced above and have determined the device is substantially equivalent (tkl the indications

for use stated in the enclosure) to legally marketed predicate devices marketed in interstate

commerce prior to May 28, 1976, the enactment date of the Medical De\ ice Amendments, or to

devices that have been reclassified in accordance with the provisions of the Federal Food DLruu.

and Cosmetic Act (Act) that do not require approval ofa premarket approval application (PMA)

You may, therefore, market the device, subject to the general controls provisions of the Act. hle

general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration.

If your device is classified (see above) into either class 11 (Special Controls) or class 1II (P\4A) it
may be subject to such additional controls. Existing major regulations affecting your dev ice can

be found in the Code of Federal Regulations, Title 2 1. Pat is 800 to 898. [n addition. II) A m

publish further announcements concerning your device in the I:edcial Rcgister.

Please be advised that FDA's issuance of a substantial equiva\encc determ i nationii > do, no ca

that FDA has made a determination that your device complies with other requireiment s ol the Act

or any Federal statutes and regulations administered b\ other I edcral a'cnci es oll cmii

comply with all the Act's requirements, including. but not lhinited to: rcgistlatioil and lisHt5i

CFR Part 807); labeling (21 C(:R Part 801 ): good inanulacturing practice requilrcmen1s as set

forth in the quality systems (QS) regulation (21 CI:7I. Part 820): and iFl applicablc. t]hC cIc, cl Ollc

product radiation control provisions (Sections 531 -542 of the Act): 2 1 (T R I 000- I (50
This letter will allow you to begin marketing your device as described in ) I]r Sect Io H 10(k

premarket notification. The FDA Iinding of stibstaitial equivalence oI )oiir de\ice to a1 ice:fl
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marketed predicate device results in a classification flr your device and thus. lcr mil mu' dlc ice
to proceed to the market.

If you desire specific advice for your device on our labeling regulation (21 (TilF Part 8gi1) ple)se
contact the Office of Compliance at (240) 276-0120. Also, please note theregulation entij!cd.

"Misbranding by reference to premarket notification" (21CFR Part 807.97). You may obtain
other general information on your responsibilities under the Act from the Division of S-mnall
Manufacturers, International and Consumer Assistance at its toll-free number (800) 638-2041 or
(301) 443-6597 or at its Internet address http://www fda.uov/cdrh/dsma/dsnanainhtml

Sincerely yours,

&/ Mark N. Melkerson
Acting Director
Division of General. Restorative

and Neurological Devices
Office of Device 1I ialajion
Center for [)ev ices and

Radiological Health

Enclosure



Indications for Use

5 10(k) Number (if known): 1 S % 3
Device Name: GSS Pedicle Screw System

Indications for Use:

The GSS Pedicle Screw System is a pedicle screw system indicated for the treatment of
severe Spondylolisthesis (Grade 3 and 4) of the L5-SI vertebra in skeletally mature patients
receiving fusion by autogenous bone graft having implants attached to the lumbar and
sacral spine (L3 to sacrum) with removal of the implants after the attainment of a solid
fusion.

In addition, the GSS Pedicle Screw System is intended to provide immobilization and
stabilization of spinal segments in skeletally mature patients as an adjunct to fusion in the
treatment of the following acute and chronic instabilities or deformities of the thoracic,
lumbar and sacral spine: degenerative Spondylolisthesis with objective evidence of
neurological impairment, fracture, dislocation, scoliosis, kyphosis, spinal tumor and failed
previous fusion (pseudarthrosis).

Prescription Use IN Over-The-Counter Use
AND/OR

(Part 21 CFR 801 Subpart D) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE OF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

(Division S'gn-Ofl)

Division of General, Restorative,
and Neurological Devices

510(k) NumberLOL'3573
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